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Abstract—A fully-integrated differential biosensing platform
on CMOS is presented for miniaturized enzyme-based electro-
chemical sensing. It enables sensor background current elimina-
tion and consists of a differential sensor array and a differential
readout IC (DiRIC). The sensor array includes a four-electrode
sensor for amperometric electrochemical sensing, as well as a
differential ISFET-based pH sensor to calibrate the biosensors.
The ISFET is biased in weak inversion and co-designed with
DiRIC to enable pH measurements from 1 to 14 with resolution
of 0.1 pH. DiRIC enables differential current measurement in
the range of ±100 µA with more than 120dB dynamic range.
Index Terms—Sensor array, ISFET, differential readout
I. INTRODUCTION
Point-of-care testing increases the likelihood that the patient,
physician, and care team will receive the results quicker,
which allows for immediate clinical decisions to be made.
Such testing requires biosensing platforms that are sensitive
enough to the target metabolites, fast, autonomous, and ideally
inexpensive. Integrating miniaturized biosensor arrays with
CMOS instrumentation circuit introduces the opportunity for
low-cost and mass-manufacturable sensing platform. The in-
tegration also improves the signal to noise ratio (SNR) of the
measurements and provides scalability by removing the long
wire interconnects.
Enzyme-based electrochemical sensors are commonly used
to detect biomolecules such as glucose, lactate, and Adenosine
triphosphate (ATP) in blood-testing in clinical laboratories.
The enzymatic sensors provide good selectivity and fast and
reliable measurements. An array of such sensors, each func-
tionalized with a selective enzyme, enables a thorough study
of different agents in a fluid such as human blood. Moreover,
when integrated with CMOS circuit, they can provide inexpen-
sive tools for patients at home to continuously monitor their
metabolites.
Such integrated platforms have been introduced over the
last decade for DNA analysers based on affinity-based sen-
sors [1], [2]. The enzymatic-sensor miniaturization challenges
include detection of small sensitivity and signal levels (in
pico- or femto- ampere range) due to small sensor area. Nano-
structures such as Carbon-nano-tubes (CNT) [3] or gold nano-
particles [1] are placed or grown on the sensor to increase
the current level and sensitivity of the sensor. The nano-
structures increase the effective area of the sensor by adding a
three-dimensional structure to the sensor and improve enzyme
immobilization.
However, most often the sensor background current also
increases in presence of the nano-structures to typically much
larger than the biomolecule-sensitive current. In the case
of cyclic voltammetry, for example, this stems from large
periodic background current from charging and discharging
of the double layer capacitance at the electrode-electrolyte
interface [4]. The presence of a large background current
when reading out the small redox current requires a high
resolution ADC and increases the power consumption of the
sensor readout.
In this paper a differential sensing platform is presented
on CMOS for miniaturized enzyme-based electrochemical
sensing. The on-chip sensor and CMOS readout circuit are
co-designed to enable small current measurement in presence
of large background current. The system hence provides wide
dynamic range in current detection and produces a digital
output that in principle only depends on the target-biomolecule
concentration. Amperometric electrochemical reactions such
as cyclic voltammetry and chronoamperometry depend also
on the pH of the solution [5]. In order to calibrate the
biomolecular sensing with the pH, an ion sensitive field effect
transistor (ISFET) [6] is also embedded into the sensor array.
Prior efforts in differential sensing include differential IC for
amperometric DNA detection [7] in which charge generated
at two electrodes are sampled at different phases of the clock
and transformed into voltage with a switched-capacitor trans-
impedance amplifier. The difference of the two voltages is then
calculated off-chip. In [8] a pseudo-differential readout IC is
presented for multi-purpose electrochemical detection using
off-chip components.
The design of the differential sensor array and the amper-
ometric readout circuit are presented in the next section and
a subsection is dedicated to ISFET design to comply with
DiRIC and the pH sensing specifications. Simulation results
are shown in Section IV followed by conclusions.
II. DIFFERENTIAL SENSING PLATFORM
A. Differential sensor array
An on-chip sensor array is designed to measure
biomolecules such as glucose, lactate and ATP. The sensor
core is a three electrode based electrochemical cell with a
Working electrode (WEmain) on which the nano-structure and
the enzyme are immobilized, a Reference electrode (RE) and
a counter electrode (CE).
Fig. 1. The micro-photograph of integrated system where the on-chip differ-
ential sensor array is highlighted. The array includes WEmain, WEbkg , RE
and CE, as well as an ISFET and REFET for differential pH measurement.
WEmain,2 , WEmain,3 are added for multiple-metabolite detection.
The current at the WE consists of a background current and
a redox current. The background current doesn’t change with
the concentration of the target biomolecule and is partly due
to the interferences from other electro-active molecules in the
solution and in main part due to the current of the double-layer
capacitor. Both components of the background current increase
significantly in presence of nano-structures such as CNT where
in particular the capacitive current increases. In this work a
second WE (WEbkg) is added to the three-electrode cell to
provide a duplicate of the background current. This can be
achieved by covering the WEbkg with a nano-structure similar
to WEmain but without the selective-enzyme. The current of
WEbkg is then deduced from the current of WEbkg with a
readout-circuit resulting in solely redox current, which changes
with target biomolecule’s concentration.
The floorplan of the on-chip sensor array is shown in
Fig. 1. The main cell includes two 85 × 85 µm WEs, a
common RE, and a common CE. The WEmain and WEbkg
are placed symmetrical with respect to the RE and CE to
ensure the resulted background current at the two WEs are
equal. One single strand of CNTs can short-connect two
electrodes if they are placed too close to each other. Therefore,
the size and spacing of the electrodes are chosen considering
the limitations of the post-processing techniques such as the
electro-deposition of CNT and the enzyme immobilization.
The CE is the largest electrode to reduce the CE electrode-
electrolyte resistance and consequently to prevent its floating
voltage to reach the supply rails [3].
To study the effect of symmetry between WEmain and
WEbkg in accuracy of background current removal, two more
working electrodes, WEmain,2 and WEmain,3, are placed
asymmetrical with respect to RE and CE, compared to WEbkg .
Fig. 2. The block diagram of DiRIC to measure and amplify the difference
of two sensor currents. Two integrators at the front integrate the current of
the sensors. The difference is amplified through the PGA.
B. Differential Readout IC
The schematic view of DiRIC is shown in Fig. 2. The circuit
consists of four main building blocks:
(i) Two multiplexers select the sensors to be measured. The
multiplexer at the main integrator connects it to one of the on-
chip WEmain, off-chip WEmain or the drain of an ISFET.
The multiplexer at the reference integrator connects it to one
of the on-chip WEC , off-chip WEC , the drain of a REFET
or a MOSFET. Dummy switches and structures are used to
provide symmetry for the two integrators. For the sake of
brevity, only few possible connections are shown in Fig. 2.
(ii) two identical integrators convert the sensor currents
into voltages. The switch-capacitor(SC) based integrator is
chosen as the first stage of the readout circuit because of
two reasons: The sensor current (i.e. Iin in Fig. 2) is low-
pass filtered straight away, which removes the high frequency
noise in the electrochemical process; Moreover, by changing
the reset clock of the integrator, input current with a wide
dynamic range can be measured. The two integrators integrate
the sensor current at the exact same time using the same clock
signal. However, the accuracy of the readout is limited by
the the noise and leakage of the op-amp and the switches in
the integrators, which can be minimised by proper design and
sizing of the devices.
(iii) A differential SC amplifier is designed similar to [9]
to take the difference of the generated voltages at the output
of the integrators. This block converts the differential voltage
into a single one (with a unity-gain) and adjusts its output
common-mode to the middle of supply voltage. This stage is
where the effect of the background current is removed from
the main current.
(iv) a programmable gain amplifier (PGA) amplifies the
output of the differential SC amplifier. The PGA is realized in
a SC architecture where the gain is proportional to the ratio
of the capacitors (i.e. n in Fig. 2). A programmable capacitor
array is designed with four-bit dynamic-range. Therefore, the
gain of the PGA can be programmed to any integer number
from 1 to 16. The output stage includes a 10 bit-SAR ADC
TABLE I
SIMULATED SPECS. OF THE ISFET BIASED IN WEAK INVERSION
Parameter Value
(W/l)elec 20 µm/10 µm
(W/l)chem 100 µm/100 µm
Min(IISFET ) 16.4 nA
Max(IISFET ) 1169 nA
VRS 1.55 V
and a serializer enabling voltages as small as 3.3 mV to be
resolved at the output of PGA.
C. ISFET Design
An ISFET is added to the sensor array for pH measurement
in order to calibrate the biomolcular measurements (such as
cyclic voltammetry) with the pH. A REFET and a MOSFET
with the exact same size are added to the sensor array
to provide electrochemical and electrical references for the
ISFET, respectively. The ISFET design goal is to enable pH
measurements from 1 to 14 with resolution of 0.1 pH. The
steps to find the electrical dimension of an ISFET that satisfies
this requirement, when interfaced with DiRIC, are presented
in this section.
The threshold voltage of the ISFET, Vth changes linearly
with the pH of analyte in contact with:
Vth = Vth0 + α×∆pH (1)
Where Vth0 is the threshold voltage of the device at a
reference pH and ∆pH is the change in the pH from the
reference pH. The parameter α is the coefficient of propor-
tionality. ISFET readout circuits require that the variation in
the threshold voltage be transduced into a form which can
be further processed. This is achieved by biasing two of the
three parameters of the ISFET (the voltage on the reference
electrode (VR) , VDS or IDS ) with a constant source and
reading the third to follow changes in Vth. In this paper, the
voltage (i.e. VR and VDS) control and current (i.e. IDS) read-
out method is chosen in order to be compatible with DiRIC.
Weak inversion operation region is chosen where IISFET is
exponentially related to the change in Vth. The weak inversion
provides maximum transconductance efficiency, low power
measurement, and the potential for linearisation of current
versus the concentration of hydrogen ions [6].




In which we define A = nISFET ×n×VT , where VT is the
thermal voltage KT/q, VRS is the voltage difference between
the external reference electrode and the source of the ISFET, n
is the slope factor of MOSFET in weak inversion, and nISFET
is the attenuation factor due to the passivation capacitance of
the ISFET and depends on the chemical size of the ISFET
[10]. The chemical size (i.e. (W/L)chem) of the ISFET is the
extended area of the ISFET gate in the last metal layer covered
TABLE II
SIMULATED RESULTS OF DIRIC
parameter value
Input current range ±100 µA
Input dynamic range 124 dB (3 settings)
Input referred current noise 150 pA
max input referred leakage 38 pA
Technology 0.35 µm
Supply voltage 3.3 V
Power consumption 9.9 mW
Area 0.9 mm2
with the passivation layer that is exposed to the solution and
is chosen in this work to be (W/L)Chemical = 100/100 µm.
When VRS and VDS are kept constant, the variation in the
threshold voltage (i.e. ∆Vth) of the ISFET results in a change








For an ISFET in the selected technology (AMS 0.35µm),
the α is approximately 32 mV/pH [11]. Therefore, a 0.1 unit
change in pH leads to ∆Vth ' 3.2 mV . Replacing this into Eq.
3 gives a lower limit on IDS . On the other side, assuming α
remains constant over the whole pH range, a 13 unit change in
pH results in maximum ∆Vth ' 416 mV in Eq. 3 and gives an
upper limit on IDS . Both IDS,min and IDS,max should be in
the weak inversion region to ensure the logarithmic behaviour
of the ISFET in the whole pH range. Their values depend
on A and subsequently to the electrical and chemical gate
size of the ISFET. DC simulations were performed to find the
ISFET electrical size and the voltage on the external electrode
that satisfies this assuming the minimum-detectable change in
current (min(∆IDS)) is 0.5 nA by the readout circuit. The
results are summarized in Table I.
1) Differential ISFET measurement: A REFET that is sim-
ply a duplicate of the ISFET is placed in the array to provide
an electrochemical reference for the ISFET. The envisaged
differential measurement is through two separate chambers
each containing one of the ISFET or REFET [12]. To perform
a differential pH measurement, the chamber with the REFET
is to be exposed to a solution with a known pH (i.e. 7) while
the other chamber is exposed to the solution with unknown
pH (i.e. x).
Since the output of the DiRIC is proportional to the differ-
ence in the currents IISFET − IREFET . VRS,REFET can be
tuned to result in a zero current difference. At this point:
VRS,ISFET − VRS,REFET = Vth,ISFET − Vth,REFET (4)
= Vth,ISFET |pH=x −Vth,ISFET |pH=7= α(x− 7) (5)
Therefore, the difference in the VRS voltages of the ISFET
and REFET is now linearly proportional to the difference of
the pH in the two chambers. This provides another means to
investigate the pH of the unknown solution and the character-
istics of the ISFET.
TABLE III
COMPARISON WITH DIFFERENTIAL SYSTEMS
[8] [7] This work
On-chip sensors Yes No Yes
Fully-integrated readout No No Yes
Sample Iin1,2 at same time Yes No Yes
To provide an electrical reference for the ISFET, a MOSFET
with a similar size is added to the array and its gate voltage
is accessible on-chip. The MOSFET can be used to remove
the common-mode noise originated in circuits from the ISFET
current. Moreover, With a similar argument, the VGS of the
MOSFET can be tuned to result in a zero output at DiRIC.
III. SIMULATION RESULTS
The simulated input-output characteristics of DiRIC is
shown in Fig.3 for different reset clock frequencies. The same
clock signal is used in the PGA and the differential amplifier.
The input current in Fig. 3 is the current at the input of
the main integrator when the input current of the reference
integrator is zero. The current range can be divided into three
sub-ranges: 0.1 nA to 10 nA,10 nA to 1 µA, and 1 µA to
100 µA. Fig. 3 shows that these sub-range can be covered by
only three clock frequencies: 200 Hz, 20 kHz, and 2 MHz.
The minimum detectable current is limited by the noise of the
system as well as the input-dependant leakage current of the
capacitor and the switches of the main integrator. Both effects
are simulated for different input current ranges using periodic
steady-state simulation and results are reported in Table II.
The circuit is fabricated in 0.35µm technology with four
metal layers. The last metal layer is used for the on-chip
sensors. The ISFET, MOSFET and REFET are placed on the
top and use the passivation layer as the pH-sensitive layer.
For other sensors a pad opening layer is used to remove the
passivation and make the last metal layer (i.e. Aluminium)
exposed for post-processing for the development of electrodes.
DiRIC alone occupies 0.6 mm2, and the sensor array
measures 0.7 mm × 0.4 mm. The sensor array is placed in
the middle of the chip to ensure more than 0.5 mm distance
from the edges of the fabricated IC. This is to ensure a proper
encapsulation of the chip and opening in the sensor area.
IV. CONCLUSIONS AND FUTURE WORK
A differential amperometric readout circuit is presented for
measurement of on-chip amperometric sensors. Differential
readout is achieved through a chain of switched-capacitor
circuits followed by an ADC. DiRIC is the first fully-integrated
readout circuit that samples input currents at the same clock
phase, removes the background current from the sensor cur-
rent, amplifies the redox current and digitize it (Table III).
The on-chip sensor array includes three sensing sites for
metabolite sensing (such as glucose, lactate, and ATP) and an
ISFET for pH measurement. An on-chip WEbkg , a REFET
and a MOSFET provide the reference for the measurements.
The advantage of differential measurement is the elimination
Fig. 3. The Iin-Vout,PGA characteristics of DiRIC for a wide range of input
currents at different clock frequencies. Here the gain of PGA is fixed at 1 and
the IWE,bkg is zero. The whole range of 100 pA to 100 µA can be covered
by three clock frequencies: 200 Hz, 20 kHz, and 2 MHz.
of the background current during the amperometric measure-
ments. Simulation results show that the readout circuit can
measure currents in ±100 µA range maximum input-referred
noise of 150 pA. The next step is to test DiRIC along with
the on-chip sensor array within a micro-fluidic setting for
biomolecules and pH measurement.
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